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Comparisons of Low Concentration Measurement
Capability Estimates in Trace Analysis
Method Detection Limit and Certified Reporting Limit

CLARENCE L. GRANT, ALAN D. HEWITT AND THOMAS F. JENKINS

INTRODUCTION

Reliable estimation of very low analyte concen-
trations in various sample types has commanded
theattention of analytical chemists for many years.
Terms such as detection limit, method detection
limit, lower limit of reliable assay measurement,
limit of quantitation, certified reporting limit, and
many others havebeen introduced to describe this
characteristic of analytical procedures. A recently
published book (Currie 1988) contains an extensive
literature review, historical information and de-
scriptions of fundamentals and applications.

Achieving low concentration measurement cap-
ability is clearly required in many situations. How-
ever, specific requirements can vary widely and,
therefore, a single experimental strategy is un-
likely to meet all needs. A manufacturer of ultra-
pure material may require impurity reduction be-
low a specified concentration for the product to be
marketable. Here the quality control protocol will
emphasize a narrow range of concentrations
around thespecification becauseany concentration
above this value necessitates repurification. In
contrast, if the purification procedure is being ex-
perimentally optimized, calibration over a some-

what wider concentration range may be required .

to permit accurate assessment of the effect of vari-
able manipulation.

An environmental survey of a potential toxic
waste site usually dictates the need to quantitate
over a wide concentration range. To plan an effec-
tive remedial program, high concentrations must
be determined with reasonable accuracy. Simul-
taneously, concentrationsattheregulatoryoraction
level must be measured in order to define the geo-
graphicboundaries of contamination. Because cali-
bration for many analyses is costly in both time
and money, most laboratories attempt to satisfy
both requirements with asingle protocol. Not sur-
prisingly, this requiressome degree of compromise.
The alternative would be to bracket analyte re-

sponsesinsamples with calibration standards. Be-
cause more time would be devoted to the analysis
of calibration standards, the number of samples
analyzed would need to be reduced to keep costs
manageable. Since sampling usually contributes
thelargestamountof uncertainty in environmental
surveys, reducing sample numbers is an unattrac-
tive option.

The major point of the above discussion is to
emphasize that detection capability is nota funda-
mental property of procedures nor is it a constant.
Instead it can be “managed” to a significant extent
based on the experimental protocol (number of
standards and blanks analyzed, distribution of
standards, time span covered by standards meas-
urements, number of replications of standards
and unknowns, etc.). Therisks chosen forstatistical
decisions also play amajor role. While most detec-
tionlimitdefinitions have only provided protection
against false positives (typelor «risks), thereisin-
creased recent emphasis on the need to protect
against false negatives (type Il or P risks) (Currie
1968 and 1988, Hubaux and Vos 1970, Kirchmer
1983, Wernimont 1985, Clayton et al. 1987). Also
receiving more attention of late is the difference
between detection (qualitative) and quantitation
(Crummet et al. 1980). Clearly, the levels of assur-
ance chosen for specifying detection criteria will
have a substantial impact on their magnitude.

Analytical precision is another major contributor
to the size of these estimates; better precision
means better low concentration measurementcapa-
bility, other things being equal. Here again there is
acomplexrelationshipbetween precision estimates
and the specific methodology, the experience and
attitude of the analyst, the condition of the appar-
atus, and the laboratory cleanliness. In view of all
this, it should not be surprising that reported esti-
mates of detection and quantitation limits vary
widely both between and within laboratories.

Two common estimates of low concentration
measurement capability for environmental studies




are1) theMethod Detection Limit (MDL) specified
by the U.S. Environmental Protection Agency (Gla-
ser et al. 1981, Federal Register 1984), and 2) the
Certified Reporting Limit (CRL) specified by the
U.S. Army Toxicand Hazardous Materials Agency
(USATHAMA 1987). Atarecent conference (Mas-
karinec and Holladay 1987) and elsewhere, it has
been suggested that these two procedures yield
widely divergent estimates for the same analyses.

The purpose of this study is to examine this
question by extracting such estimates from twoex-
tensive data sets. The first was the determination
of 1,3-dinitrobenzene (DNB) by reversed-phase
high performance liquid chromatography (RP-
HPLC) (Jenkins et al. 1988) and the second was the
determination of copper by graphite furnaceatomic
absorption (GFAA). These methods were chosen
because prior datashowed that the precision of the
DNB measurements was relatively constant in the
concentration range used, whereas precision for
Cushowed aregular dependence onconcentration.
Besides comparing MDL withCRLunderidentical
experimental conditions, the program was de-
signed to demonstrate the effects of variationsin x
and B risks and changes in experimental protocols.

THEORY

Method Detection Limit (MDL)

The MDL is defined as the “minimum con-
centration of a substance that canbe measured and
reported with 99% confidence that the analyte
concentration is greater than zero and is deter-
mined from analysis of a sample in a given matrix
containing the analyte” (Federal Register 1984).

Figure 1. Graphical illustration of Method Detec-
tion Limit (MDL).

Note 1. Distribution of blank measurements.
Note 2. Distribution of measurements with a
mean concentration equal to the current MDL
with a = 0.01(shown as area A), i.e., risk of
claiming detection when true concentration is
zero, and B = 0.50 (shown as area B), i.e., risk of
claiming absencewhen true concentration equals
MDL.

frequency

After estimating the MDL from instrumental re-
sponses and prior experience of the analyst, either
reagent water or another sample matrix is spiked
(if necessary) to give an analyte concentration that
isonetofivetimestheestimated MDL. A minimum
of seven replicate aliquots are processed through
the entire analytical procedure. If a blank is re-
quired, a separate blank measurement is obtained
for each sample and the average blank measure-
mentissubtracted from eachsample measurement.

Computation of the estimated MDL is accom-
plished by multiplying the standard deviation of
the replicate measurements by the appropriate
one-sided t-value corresponding to n-1 degrees of
freedomand a 99% confidence level. Itis assumed
that variances are reasonably homogeneous and
thaterrordistributions approximate normal in the
region from the blank to five times the MDL. Al-
though both of these assumptions are frequently
violated to a small extent, the error produced is
usually acceptable when compared to overall un-
certainties. No allowance is made in the MDL es-
timate for any error contribution by the blank. Itis
also important to note that while the risk of false
positives is only 1% (a = 0.01), the risk of false
negatives is 50% (B = 0.50) for a sample with a true
concentration equal to the current MDL (Fig. 1).
Kirchmer (1983, 1988) has chosen to call this quan-
tity the criterion of detection.

Toreduce therisk of false negatives requiresin-
corporation of a realistic B risk factor in setting
detection or reporting limits (Fig. 1). The size of &
and B risks can be varied to fit the requirements of
the problem at hand (Wernimont 1985, Dixon and
Massey 1969). For example, the possible revised
MDL shown in Figure 1 has a B risk equal to the

Current Possible
EPA Revised
MDL MDL

Note 3
Note |

Note 3. Distribution of measurements with a
mean concentration with § = 0.01 (shownasarea
C). The o risk for this possible revised MDL is
approximately zero. Risks other than 0.01 could
be used for both a and B.

~62S

S:=Standard Deviation

Concentration —a




Figure 2. Relationship of CRL to criterion
of detection (COD).

Note1.CRLis thevalueof T ccrresponding
to a point on the lower confidence band
where the value of F equals the value of F
at T= 0 on the upper confidence band.
Note 2. The curved confidence bands rep-
resent the joint uncertainties in the slope
(b,) and intercept (b). Current USA
THAMA requirements specify o = p =

Found Concentration
on

on

F=bg+by T

COD = Proposed Criterion of Detection
CRL = Certified Reporting Limit

CRL

0.05, but other values could be used.

initially chosen o risk (1%) but there is nothing to
prevent choosing other values for these risks. We
believe that an experimental value below the cri-
terion of detection (current MDL) should be re-
ported as “not detected, less than the revised MDL”
inordertoobtain protection against false negatives.
Values between the criterion of detection (current
MDL) and the revised MDL could be reported in
parentheses with a notation to explain that these
estimates are less reliable than those above the re-
vised MDL. Unfortunately this system is slightly
cumbersome in terms of data processing, which
explains why most detection limit estimates are
used as a cutoff for numerical values with every-
thing below this value reported as not detected.
When used in this manner, the effective B risk is
always 50%.

Inthe Resultsand Discussion section of this report
we will demonstrate the effects on MDL estimates
as these risks are varied. The effect of variance
inhomogeneity will also be examined.

Certified Reporting Limit (CRL)

The CRL specified by USATHAMA (1987) is
extracted using confidence bands as described by
Hubaux and Vos (1970). A target reporting limit
(TRL) is chosen based on method capability and
datarequirements and spike additions of the anal-
yte are made at concentrations ranging from 0.5
TRL to 10 TRL. A linear least-squares regression
model of the form F = b, + b, T is obtained from a
plot of found concentrations (F) vs taken concen-
trations (T). The data for the plot are obtained on
four separatedaysand thenare pooled. Thus, day-
to-day calibration error is included in the pooled
standard deviation estimate. This is one distinct
difference between MDL and CRL estimates.

Taken Concentration (T)

The least-squares linear model is then tested
against the theoretically expected linear model
through the origin. When lack-of-fit tests indicate
departure fromalinear model, the highest concen-
tration values may be sequentially truncated until
linearity is achieved, except that a minimum of
three concentration values must remain. A CRL
estimate is extracted using two-tail confidence
bands with (a=p =0.05) as shown in Figure 2. The
standard USATHAMA protocol requires that at
least one of the tested concentrations must be be-
low the CRL; otherwise the lowest tested concen-
tration is the CRL. In practice, however, when the
CRLis used as a cutoff point and all values below
the CRL are reported as “not detected,” the oper-
ational  risk becomes 50% just as it is foran MDL
used in this fashion. One way to approach this
problem would be through the inclusion of a “cri-
terion of detection” (COD) concentration similar
to that suggested for the MDL (Fig. 2). Thus, the
“criterion of detection” would be estimated from
theintersection of thehorizontalline corresponding
to Fat T =0 on the upper confidence band with the
best fitting model (Fig. 2). Values below this con-
centration of Twould bereported as “not detected,
less than CRL.” Values between the COD and CRL
would be reported in parentheses as described for
MDL.

Even when the original data set is adequately
described by alinear model, the CRL may be high-
er than required for the intended use of the data.
This situation could arise as a consequence of a
large pooled standard deviation where the major
uncertainty is produced at the higher concentra-
tions. Hubaux arid Vos (1970) note that homogen-
eity of variance is assumed and that assumption
may not hold forsome analyses. The most common
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Figure 3. Graphical illustration of the relationship of the Certified Reporting Limit

(CRL) to the centroid T, F.

departureis when the variance increases with con-
centration. This situation can be dealt with in sev-
eral ways. One way is to confine all measurements
to a very low concentration range but this defeats
the objective of reliable quantitation over a wide
concentration range. This problem could also be
addressed by adding atleast one more standard to
the calibration at 0.25 TRL or perhaps an even
lower concentration. Another possibility is to per-
form many replicate measurementsatlow concen-
tration and very few at high concentration but this
also fails to satisfy the requirement of accurate cal-
ibration over an extended range. Oppenheimer et
al. (1983), recommend weighting, which seems
like an attractive option but has not yet been wide-
ly employed. In the USATHAMA protocol, this
problem is dealt with by truncation of the data set
but this procedure suffers the disadvantage of
being arbitrary.

Hubauxand Vos (1970) alsosuggest that, ideally,
the mean concentration of all standards should be
as close to the detection limit as possible. Since the
point T, Fis the centroid of rotation for uncertainty
in the slope, a low value for this point reduces the
extent of extrapolation required and thereby
reduces the CRL (Fig. 3). The options for reducing
thesize of T, F are similar to those for reducing the
pooled standard deviation. When truncating ac-
cording to USATHAMA requirements, the slope
of the least-squares linear regression line after
each truncation must not differ by more than 10%
from the slope for the total data set if the original
linear model was an adequate fit to the data.

Inthe Resultsand Discussion section of this report
we will examine the effects of truncation on CRL
estimates for two data sets where one exhibits

relatively constant variance and the other shows
dependence of variance on concentration. The effect
of choosing different TRLs will also be considered
along with variations in c.and B risks (Wernimont
1985). Differences and similarities in CRL and
MDL estimates obtained from the same data sets
will be related to variations in underlying
assumptions.

EXPERIMENTAL
RP-HPLC Determination of 1,3-dinitrobenzene

Instrumental method

All RP-HPLC determinations for 1,3-dinitro-
benzene (DNB) wereobtained onamodularinstru-
ment consisting of a Perkin-Elmer Series 3 pump,
aDynatechModel LC-241 Autosamplerequipped
witha 100-uL sample loop, a Perkin-Elmer variable
wavelength detectoroperated at 254 nm,a Hewlett-
Packard 3393 digital integratorand a Linear Model
500 strip chart recorder. The method involves di-
lution of the aqueous samples 1/1 (V/V) with
methanol, filtration through a 0.5-um Millex-SR
filter and determination on a 25-cm x 4.6-mm (5-
pm) LC-18 column (Supelco), eluted with 1.5mL/
min of 1/1 (V/V) methanol-water (Jenkins et al.
1988). Chromatograms showing separationof DNB
from other nitroaromatics and nitramines are
shown in Figure 4.

Chemicals

Analytical standards for DNB were prepared
from Standard Analytical Reference Material
(SARM) obtained from the U.S. Army Toxic and
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Figure 4. Chromatograms of sample (a) and
standard (b) showing separation of DNB from
other nitroaromatics and nitramines.

Hazardous Materials Agency. SARM was dried to
constant weight in a vacuum desiccator in the
dark.

Baker HPLC grade methanol was used todilute
samples, prepare standards and serve as the RP-

HPLC eluent. Mallinckrodt ChromAR grade ace- .

tonitrile was used in preparation of the stock stan-
dard. Water was prepared on a Milli-Q type 1 Re-
agentGrade Water System (Millipore Corporation).
Water and methanol were combined in equal pro-
portions and vacuum filtered through a Whatman
CF-F microfiber filter to remove particulates and
degas the eluent.

Calibration

The stock calibration standard for DNB was
prepared by accurately weighing out approxi-
mately 100 mg of dried SARM and diluting to vol-
ume withacetonitrilein a250-mL volumetric flask.
A combined analyte stock standard was prepared
by combining 2.00 mL of the DNB stock standard

Table 1. Results of linearity
testing for DNB.

Detector response

Concentration (Integrator units)

(ug/L) Replicate A Replicate B

257 568 0

6.14 621 673

10.3 1303 1231

25.7 1962 2140

51.4 3680 3556

103 7712 7406

257 18317 17067

514 30334 35538
Regression equation response = 66.195

(concentration).

with similar volumes of stock standards of HMX,
RDX, TNB, tetryl, TNT and 2,4-DNT in a 200-mL
volumetric flask and diluting to volume with
methanol. A diluted combined stock standard was
prepared by placing 50.0 mL of the combined
stock standard in a 200-mL volumetric flask and
diluting to volume with methanol. A series of
eight calibration standards were prepared from
the diluted standard with DNB concentrations
ranging from 2.57 to 514 ug /L. Prior to analysis, all
standards were diluted 1/1 (V/V) with water.

Peak heights resulting from duplicate injections
of these eight standards in random order were
obtained fromthedigitalintegrator (Table 1). Lack-
of-fit testing of the data indicated that a linear
model with zero intercept adequately described
the relationship between detector response and
analyte concentration at the 95% confidence level.
Similar results were obtained when peak heights
were measured mar:ually from the strip chart out-
put. These results were consistent with earlier
tests described elsewhere (Jenkins et al. 1988, Jen-
kins and Walsh 1987). Thus for daily calibration,
replicate injections of a single standard with a
DNB concentration of 256 ug /L were used for de-
tector calibration.

Preparation of test samples

On each of four days a 25.0-mL aliquot of the
combined stock standard was diluted to 250 mL
with methanol in a volumetric flask. This solution
isreferred toas the 10 TRL sample. Further dilutions
of this sample were made as shown in Table 2. Al-
though the USATHAMA protocol only requires
solutions corresponding to0.5,1,2,5,and 10 times
the TRL, several extra dilutions were included to
permit calculations of CRLs based on different
choices for the TRL.




Table 2. Preparation of DNB test solutions for each of

four days.
Volume DNB Replicates

of I0TRL Totalvolume  concentration analyzed
Solution (mlL) (mL) (ug/L) per day
10TRL 411 2
5 TRL 50 100 205 2
25TRL 25 100 103 2
2TRL 50 250 82.2 10
1TRL 25 250 41.1 10
0.5TRL 10 200 205 10
025TRL 25mLof1 TRL 100 10.3 10
0.125TRL 25mLof 1TRL 200 5.1 10
Blank 0 10

On each of four days the numbers of replicates
shown in Table 2 were analyzed in random order.
For the 0.125 TRL to 2 TRL levels, 10 replicates
were analyzed to enable calculation of an MDL at
levels of 5.1,10.3,20.5,41.1 and 82.2 ug /L on each
of the four days. In order to do CRL calculations
using the USATHAMA protocol, a target value
(TRL) is chosen and at least one replicate of 0.5, 1,
2,5and 10times the TRL must beanalyzed on each
of the four days. We chose to use duplicates from
each day at each level, and thus two rcplicates
were analyzed at the 2.5, 5 and 10 TRL level each
day. Where more values were available, we
randomly selected values from the group of
measurements obtained each day. In all cases,
peak heights were obtained both manually from
the strip chart output and automatically using the
digital integrator. This matrix of resultsallowed us
to obtain CRL estimates for TRLs of 10.3,* 20.5and
41.1ug/L.

GFAA determination of copper

Instrumental Method

Aqueous Cu determinations were performed
on a Perkin-Elmer model 403 atomic absorption
spectrometer coupled with a HGA-2200 graphite
furnace controller. Instrumental response was
monitored by peak height measurements of
tracings obtained with a Linear model 500 strip
chart recorder. All manual injections were made
with a 10-uL fixed volume Eppendorf syringe.
Analyses were performed employing pyro-coated
graphite tubes with the following furnace program:
dry for 15 secat110°C, char for 10 sec at 850°C, and

* When the TRL was 10.3 ug/L, measurementsof0.5,1,2,4and
10 TRL were obtained.

atomize for 3 sec at 2700°C with an argon gas flow
of 30 cm?/min. Chart recorder gain was 0.050 or
0.100 AFS (absorbance for full-scale deflection)
with no signal damping.

Chemicals and Materials:

Copper solutions for standards and samples
were made by diluting a 1000-mg/L certified
atomic absorption reference solution (Fisher Sci-
entific Corp.). The sample and standard matrix
consisted of reagent grade water (Milli-Q from
Millipore) acidified t00.2% V/V with G. Frederick
Smith (GFS) distilled HNO,. All diluted solutions
werestored inlow density polyethylene (Nalgene)
bottles that had been water rinsed, soaked for 48
hours in 10% V/V reagent grade HNO,, rinsed
withreagent grade water, filled with 1% V/V GFS
HNO,, emptied and rinsed with reagent grade
water and dried prior to use. Individual sample
bottles were reused with solutions of the same Cu
concentration after being rinsed with reagent grade
water and dried between daily runs. Pipette tips
were soaked in concentrated HNO, for several
days and then rinsed with reagent grade water
and dried. Sample preparationand material clean-
ing were performed in a clean air station inside a
class 100 clean room.

Calibration

A 10.0-mg/L stock standard was prepared by
making a 100-fold dilution of the Fisher Scientific
1000 mg/L reference standard. Standards of 12.0,
6.00, 3.00, and 1.20 ug/L Cu were prepared daily
(along with the samples) to establish sensitivity.
The instrumental settings employed produced a
marked response to the furnace program without
aqueous sample introduction. This “furnace blank”
was constant throughout the experiment and was
assumed to result from light emitted from the




graphite tube at 2700°C. After subtraction of the
furnace blank, lack-of-fit testing of standard cali-
bration curves showed that a linear model with
zerointerceptadequately described the calibration
data at the 95% confidence level.

Target level

The targetlevel (1.2 ug/L) was estimated based
on 15 times the measured deflection of the baseline
noise present, and the measured sensitivity. The
sensitivity obtained was in good agreement with
the manufacturer’s suggested instrumental capa-
bilities.

Preparation and analysis of samples

Analysis of the 48 individually prepared aque-
ousCusamples (Table3) was performed inrandom
order on four separate days. Fresh standards and
samples were prepared daily by first diluting the
10.0-mg/L stock standard to 200 ug/L. The 200-
ug/L standard was used to prepare the 12.0- and
2.40- pg/L solutions. Further dilutions were pre-
pared from the 12.0- and 2.40- pg/L solutions as
shown in Table 3. All samples and standards were
prepared and ana'yzed within a five-hour period.
Two injections of each calibration standard (12.0,
6.00, 3.00, and 1.20 ng/L) were made in random
order before and after running the 48 samples. All
16 points were employed to establish the calibration
curve. The accuracy of the calibration curve was
verified with a certified EPA trace metal standard.
The samples and standards were analyzed by a
single injection, inrandom order. During the anal-
ysis of samples, seven furnace blanks were also
obtained and the average blank was subtracted
from all samples. These determinations could not
be performed blindly since the recorder gain had

Table 3. Preparation of copper test solutions
for each of four days.

Vol. of Copper  Replicates

10 TRL Finalvol.  conc.  analyzed
Solution (mlL) (mL) (pe/L)  perday
10 TRL 1.00 120 2*
STRL 1.00 2.00 6.00 2t
25TRL 1.00 4.00 3.00 2*
2TRL Volumeof2TRL 1.00 240 7
1TRL 1.00 200 1.20 ad
0.5TRL 1.00 4.00 0.600 7
0.25TRL 0.500 4.00 0.300 7
0.125TRL  0.250 4.00 L.150 7
Blank 0.000 1.000 __0.000 7

* An additional aliquot was prepared for the standards.

to be changed for concentrations greater than 3.00
ug/L.

MDL estimates were obtained for Cu concen-
trations of 0.15, 0.30, 0.60, 1.20 and 2.40 ug/L on
each of four days (total of 20 estimates). CRL esti-
mates were obtained for TRL values of 0.30, 0.60
and 1.20 pg/L using two values from each day as
described under the DNB analysis section.

Itisimportanttorecognize that thisexperimental
design was developed specifically to permit direct
comparison of MDL and CRL estinates. It varies
from routine practice for MDL estimation in that
only one or two sets of seven (minimum) replicate
measurements would normally be made. Similarly,
the design for CRL measurements would not
normally entail as many different concentrations
as used here beacause only one TRL would be
chosen. Inother aspects, however, the CRL design
does simulate normal practice. Clearly, the CRL
procedure is intended to produce several bits of
information, whereas the MDL procedure is de-
signed specifically for this one estimate. In the
CRL procedure it is possible to 1) compare within-
day and between-day variability (CRL includes
both), 2) determine the linear range of calibration,
3) estimate precision and accuracy over the full
linear range, and 4) obtain an estimate of low con-
centration measurement capability (CRL). For this
study, only the CRL estimate is used.

RESULTS AND DISCUSSION

MDL estimates for the DNB data set

Complete data sets for both manual and inte-
grator peak height estimates of DNB concentrations
aregivenin Appendices A and B. Before computing
variances, the data were examined for the presence
ofindividual aberrant values using Dixon’s (1953)
test at the 5% significance level, and for multiple
cutliers according to the test described by Grubbs
(1969), again at the 5% significance level.

Sixsingle outliers were identified in the manual
peak height estimates. For the integrator data a
total of five outliers were found with two of those
residing within one set of 10 replicates. This was
the only case of multiple outliers in a single set of
measurements. Surprisingly, there was no corre-
lation of location of the outliers in the manual set
compared to the integrator set even through the
estimates were extracted from the same chromat-
ograms.

Variance homogeneity testing was also ccn-
ducted at the 5% significancelevel using Cochran’s
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range comparison (Youden and Steiner 1975). Sig-
nificant heterogeneity was present when theentire
datasets were tested butexclusion of the 11 outliers
eliminated this heterogeneity.Since the 11 outliers
account for only 2.9% of the results for con-
centrations of 5.1, 10.3, 20.5, 41.1, and 82.2 ug/L,
comparisons were based on the edited data (al-
though computations were also made for the un-
edited data). No editing was performed on the
duplicate measurements for the three highest con-
centrations.

Theelimination of outliers by a statistical proce-
dure is clearly controversial, and unfortunately
thereis no completely unequivocal solution to this
problem. However, when a single result in a set of
otherwise typical random measurementsissoaber-
rantthatthe varianceis grossly elevated, we believe
that value should be deleted. Afterall, the objective
of data collectionis to represent fairly the capability
of a procedure. For DNB the standard deviations
after editing for the 10 sets of replicates containing
anoutlier (one set had two outliers) were less than
half the original estimates. Furthermore, the stan-
dard deviations (s) for the 10 edited data sets were
now in excellent agreement with the 30 standard
deviation estimates from unedited data sets. Con-
sequently, we believe that this very small amount
of editing was not only proper, but that it should
represent routine practice in such studies.

Mean found concentrations (X) and standard
deviations of individual measurements are sum-
marized in Table 4 for manual peak height esti-
mates and in Table 5 for integrator estimates. In
addition to the separate daily estimates, means
and standard deviations were computed for the
total data setsateach concentration. Finally, pooled
standard deviations were calculated by combining
daily variances; i.e., systematic day-to-day varia~
tions were excluded. For the three highest concen-~
trations where only two measurements were re-
corded each day, X, and s estimates were based on
the total of eight values at each concentration.

In general, mean found concentration estimates
extracted from the manual peak height data were
in excellent agreement with taken concentrations.
However, there was some evidence of a very small
positive bias at low concentrations and a small
negative bias at high concentrations. Daily esti-
mates of s for the five lowest concentrations ranged
from0.94 to04.31 ug/L. Estimates based on the total
dataranged from1.95tc” 2 ug/L forthe five low-
est concentrations. Fc, i & concentrations above
this range, only the "', ‘est one (410.8 nug/L)
showed a significant increase in s. Note also that

'Table 4.Mean found concentrations and stan-
dard deviations for manual peak height esti-
mates of DNB (edited data).

Data  Concentraiisi (ug/l) Degreesof  Standard
Day 1 5.1 5.6 9 3.01
Day2 5.1 65 9 1.82
Day 3 5.1 65 9 345
Day4 5.1 5.7 9 431
Total* 51 6.3 39 322
Pooled** — — 36 322
Day 1 10.3 10.6 9 1.52
Day2 103 123 9 171
Day 3 10.3 115 9 222
Day 4 10.3 111 9 2.12
Total* 103 114 39 195
Pooledt — — 36 1.92
Day 1 205 218 9 142
Day2 205 218 9 2.10
Day 3 20.5 221 8 094
Day 4 205 20.8 9 372
Total* 205 216 38 229
Pooledt — — 35 233
Day 1 411 413 9 1.65
Day2 411 431 9 3.10
Day3 411 416 8 269
Day 4 411 40.7 8 283
Total* 411 417 37 267
Pooledt — - 34 262
Day 1 822 81.3 8 184
Day 2 822 80.0 6 284
Day 3 82.2 82.0 5 209
Day 4 82.2 81.0 5 1.90
Total* 822 81.1 27 222
Pooledt — — 24 2.19
Total*™* 1027 101.0 7 427
Total*™ 2054  201.0 7 3.60
Total*™ 4108  398.0 7 6.83

* The total standard deviation is based on combining
the data from all four days into a single set.

t+ The pooled standard deviation combines the four
variances from each day but with day-to-day variations
excluded.

** Forthethree highest concentrations where duplicates
wererun each day, only the total standard deviationis re-
ported.

the total and pooled standard deviations were
nearly identical, indicating that day-to-day varia-
tion in these data was similar in magnitude tc
within-day variation. This conclusion was further
confirmed by analysis of variance, which showed
no significant differences (a = 0.05) in daily mean
responses.

In comparison, the integrator peak height esti-
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Table 5. Mean found concentrations and stan-
dard deviations forintegrator peak height esti-
mates of DNB (edited data).

Data  Concentration (Ug/l) Degreesof  Standard

set Taken Found (X)  freedom (d.f.) deviation (S)
Day 1 5.1 438 9 5.33
Day 2 51 11.2 9 6.93
Day 3 5.1 75 9 4.49
Day 4 5.1 85 8 547
Total* 5.1 8.0 38 5.89
Pooled** — - 35 5.63
Day 1 10.3 125 9 7.01
Day 2 10.3 157 9 5.01
Day3 103 18.1 9 537
Day 4 103 11.8 9 723
Total* 103 14.5 39 6.52
Pooledt — — 36 6.23
Day 1 20.5 28.7 8 352
Day 2 205 24.7 7 3.14
Day3 205 24.8 9 491
Day4 205 27.4 9 631
Total* 205 26.4 36 4.68
Pooled** — — 33 4.73
Day 1 41.1 44.5 8 1.90
Day 2 41.1 49.2 9 4.66
Day3 411 475 8 858
Day4 411 485 8 8.85
Total*  41.1 475 38 6.85
Pooledt — — 35 6.74
Day 1 82.2 89.8 9 6.87
Day2 822 89.0 6 9.16
Day3 822 81.5 6 431
Day 4 82.2 87.2 6 4.32
Total* 822 87.2 30 6.99
Pooledt — — 27 6.53
Total** 102.7 109.0 7 7.89
Total** 205.4 203.0 7 107
Total** 410.8 399.0 7 11.3

* The total standard deviation is based on combining the
data from all four days into a single set.

t The pooled standard deviation combines the four var-
iances from each day but with day-to-day variations ex-
cluded.

** For the three highest concentrations where duplicates
were run each day, only the total standard deviation is
reported.

mates show similar trends but 1) the found con-
centrations are biased by a greater amount, espe-
cially those on tie high side, and 2) the standard
deviation estimates are larger by a factor of more
than two than for the manual peak height data.
Since bothMDL and CRL are proportional tos, the
integrator derived estimates will be more than

Table 6. Method detectionlimit (MDL)* estimates
for manual peak height measurements of DNB
concentrations. Estimates are based on t-values
with a =1% and § = 50%.

Concentration
taken MDL estimates (py/L)
(ug/L)  Dayl Day2  Day3 Day 4 Pooledt
5.1 8.5 5.1 9.7 12.1 8.0
10.3 43 18 63 6.0 4.7
20.5 4.0 5.9 27 105 5.7
411 47 8.7 7.8 82 6.4
82.2 52 8.9 7.0 6.4 5.5

*MDL =t (S

t Pooled across the four days at each ¢oncentration
tw(5d.£)=3365 ¢t ,6df)=3143 1t (7d.f)=2998,
l,8d.f) =289, t (9df)=2821, [ (24d.f)=2492,
(35d.f.) = 2440, 1 ,(36d.f)=2437

09y

b (34d.f)=2443,¢

(X U

twice as large as manual peak height estimates.
Consequently, only the manual results will be
used for MDL and CRL comparisons. We strongly
recommend visual inspection of chromatograms
when integrator data collection are employed.
Otherwise, some spurious data that misrepresent
the chromatograms will likely be collected, espe-
cially at very low response levels.

Inaccordance with EPA recommendations (Fed-
eral Register 1984) MDLs have been calculated us-
ing the standard deviations for each set of daily
replicates. Appropriate one-sided t-values giving
an o-risk of 1% and a B-risk of 50% (Fig. 1) were
multiplied times the corresponding estimates of s
(Table 6). Although the specifications require s to
be derived using analyte concentrations within 1
to 5 times the estimated MDL, we have included
one higher concentration estimate (82.2 pg /L) be-
cause there was no evidence that 5 had increased
above those for the lower concentration values.
The MDLs for manually derived peak height esti-
mates ranged from 2.7 to 12.1 ug/L. In contrast,
comparable estimates for integrator-derived data
ranged from 5.5 to 28.8 ug/L. MDLs for pooled
standard deviations from manual peak height esti-
mates (Table 6) range only from 4.7 to 8.0 ug/L.
These values are lower than the daily estimates
due to smaller t-values corresponding to the large
degrees of freedom in pooled estimates of s.

[tis interesting to compare the observed scatter
of MDL values with the scatter we would predict
from confidence limits around the day 1 estimate
(MDL = 8.5 ug/L) for the 5.1-ug/L concentration.
The chi-squared distribution at the 95% confidence
level yielded arangeof5.8t015.5 ug/L. Inspection




Table 7. Variation of MDL
estimates for DNB with
changes in o- and B-risks.
Assume nine degrees of
freedom and s = 2.42 pg/L

throughout.
a-risk B-risk MDL
(%) (%) (ug/L)
1 50 6.84
1 10 10.2
1 5 11.3
1 1 13.2
5 50 443
5 10 7.65
5 5 8.59
10 50 3.34
10 10 6.39

of Table 6 shows no daily estimates above 15.5pg/
Lbut7 of the 20 values were below the lower boun-
daryof5.5ug/L. However, if the mean MDL for all
of the day 1 data is used, the confidence limits be-
come 3.7 t0 9.7 ug /L. Now, one of the values is be-
low thelowerboundary and two exceed the upper
boundary. The point hereis to reinforce the notion
that detection capability estimates are highly un-
certain and that this uncertainty is greater when
the amount of data collected is small.

Let us now examine the influence of risk as-
sumptions on the size of MDL estimates. For this
comparison we will use the pooled standard devi-
ation estimate for the five lowest concentrations
from Table 4 (s = 2.42 pg/L) but we will assume
only nine degrees of freedom to correspond with
a single set of 10 measurements on one day at one
concentration. A composite f value representing
the sum of the t-values for the chosen a- and p-risks
were computed from the equation in Dixon and
Massey (1969, p. 273):

121 (21 -1.06)] (1)
d.f.

2t =[Z(1—a)+z(1—[})] 1+

where z is the standard normal variable and d f. is
the degrees of freedom. It is claimed that the equa-
tion yields values accurate to within 0.5% when
d.f. 29. As expected, MDL estimates for DNB in-
creased considerably when B-risks were reduced
to sizes comparable to the a-risks (Table 7). If the
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recommendations givenin the Theory section were
adopted, the values for a = g = 5% would be 4.43
ug/L for the COD and 8.59 pg/L for the MDL.
Values between these limits would be reported in
parentheses and values below 4.43 pg /L would be
reported as “not detected <8.59 ug/L.” The MDL
according to the current EPA definitionis 6.84 g/
L. We will also refer to this tabulation when we
compare MDL to CRL estimates.

Before leaving this topic, we should note that no
provision has been made for uncertainty associated
with a blank correction. For these DNB measure-
ments, no blank corrections were necessary (blank
not significantly different from zero). However,
when blank corrections are required, the MDL
estimates would increase by V2 to account for the
added uncertainty attached to a difference calcu-
lation.

CRL estimates for DNB data set

CRL estimates were obtained from edited
manual and integrator peak height measurements
of DNB according to the USATHAMA (1987) pro-
tocol. Blank measurements were not employed in
fitting theregressionmodels. Three target reporting
limits (TRL) were compared (10.3, 20.5 and 41.1
pg/L) in order to observe the effect on CRL esti-
mates. In addition to the CRLs derived from full
data sets (0.5, 1, 2, 5 and 10 TRL), two successive
truncations of high concentration values were ap-
plied at each TRL.

Since duplicate values were randomly selected
from daily data sets up to a concentration of 82.2
ug/L, this process was repeated five times to ob-
tain a measure of the variability to be expected in
CRL estimates. We must caution, however, that
this variation is biased on the low side insome cas-
es because the highest concentrations used in the
regression models were only measured in dupli-
cate each day. Thus, when the TRL was 10.3pg /L,
all five CRL estimates for the full data set used the
same two values at the 103-ug/L concentration
level (10 TRL). The five CRL estimates for the two
truncations, however, were derived fromrandomly
generated data over the entire concentrationrange
represented. When TRL was 20.5 or 41.1 pg /L,
only the CRL estimates from the second truncation
are based entirely on randomly generated data.

CRL estimates for manual peak height meas-
urements of DNB are summarized in Table 8. The
estimates forintegrator data exhibit similar trends
butthey are numerically much larger. Consequent-
ly, only the estimates from manual measurements




Table 8. Certified reporting limit (CRL)*
estimates for manual peak height
measurements of DNB concentrations.

Target
reporting
limit Full Highest Two highest
{ug/L) dataset  conc.deleted  conc. deleted
10.3 82 85 8.3
10.3 9.2 10.0 9.9
10.3 85 76 6.0
10.3 83 9.4 9.9
103 8.0 72 5.9
X=84 X=85 X=80
R*=12 R=28 R=40
205 11.0 109 9.8
205 12.0 12.2 119
20.5 10.4 10.1 7.0
205 14.1 149 16.2
205 102 9.8 7.5
X=15 X=116 X=105
R=37 R=5.1 R=92
411 14.2 10.5 19.4
411 129 83 6.6
41.1 13.8 10.0 9.6
411 17.2 15.3 154
411 125 15.9 17.9
X=151 X=120 X=120
R=46 R=176 R=113

* Based on o = B = 5% using USATHAMA (1987)
computational protocol (Fig. 2).
t Range between high and low CRL estimate.

are tabulated. These values, which are based on o
=B = 5%, show some important systematic trends:

1. As TRL increased, CRL estimates increased.
This trend was independent of whether full or
truncated data sets were used. Specifically, CRL
ranged from5.9t010.0 ug/L for TRL=10.3ug/L,
from 7.0 to 16. 2 pg/L for TRL = 20.5 pg/L, and
from 6.6t017.9 ug/L for TRL =41.1 pg/L. The cor-
responding means were 8.3, 11.2, and 13.0 ug/L,
respectively (Table 8). This behavior is thought to
be caused primarily by the longer extrapolation
required for slope confidencebands as the centroid
of rotation (T, F) for those bands is farther from
zero (Fig. 3). A secondary cause may be the small
increase in standard deviation at higher concen-
trations. Althoughsuchatrend was not statistically
significant for these data, it could be a major caus-
ative factor where variances increase greatly with
concentration increases. In any case, none of the
CRL estimates for TRL =41.1 ug/L are acceptable
because they all fall below the concentration of the
0.5 TRL standard, 20.5 ng/L(USATHAMA 1987).
When TRL was 20.5 ug/L, four of the 15 estimates

11

were slightly below the lowest standard, 10.3 ug/
L. For TRL = 10.3 pg/L all estimates were accept-
able.

2. The first truncation produced a reduction in
CRL only for the highest TRL, but the second
truncation reduced CRL estimates for all three
TRLs. This effect was not very pronounced despite
reduced extrapolation associated with lowering
the value of (T, F), because calibration error was
small compared to sample analysis error. Conse-
quently, prediction bands did not exhibit much
curvature.

3.Theranges of CRL estimates increased as TRL
increased, presumably due to the greater effect of
slight slope changes when long extrapolation was
required. However, truncation, which reduces the
concentration range, also produced an increase in
the variability of CRL estimates. Here, thedominant
influenceis that the values for the second truncation
are derived entirely from randomly varying data
whereas the full data sets use the same response
values for the highest standards in each iteration.
Consequently, the variability in CRL estimates is
more fairly represented by the values for the second
truncation than for the full data sets.

The results are now at hand for a meaningful
comparison of MDL and CRL estimates for manual
peak height measurements of DNB concentrations.
InTable7 anMDL valueof 6.84ug/L wasreported
using the current EPA guidelines of o = 1% and B
=50%. This estimate was based on a pooled stan-
dard deviation but it assumed only 9 d.f. since it
was to represent a typical value for one set of 10
replicate measurements.If only 6 d.f. were used in
accordance with the minimum required by the
protocol, veryslightincreases in MDL could result
because of larger values of t. The current USA
THAMA protocol based on duplicate measure-
ments at each of five concentrations on four separate
days and a = = 5% gave an average CRL of 8.4
ug/L when TRL was 10.3 pg/L (Table 8). If the
MDL estimate was also based on o = = 5%, then
the value was 8.59 ug/L (Table 7). Clearly, these
MDL and CRL estimates compare very favorably,
especially considering that the CRL estimates
include day-to-day variability and lack-of-fit of re-
gression models, whereas the MDL estimates ex-
cludethese sources of uncertainty. However, CRL
estimates increased significantly as TRL increased.
In contrast, MDL estimates were quite insensitive
to the concentration used for data generation in
this particular analysis. Itis concluded that the se-
lection of an acceptably small TRL will yield CRL
estimates that are very similar to MDL estimates.




Table9. Mean found concentrations and standard
deviations for GFAA estimates of Cu (edited data).

Data Concentration (ug/L) Degrees of Standard
set Taken  Found(X)  freedom (d.f) deviation (s)
Day 1 0.150 0.193 6 0.017
Day 2 0.150 0.143 6 0.027
Day 3 0.150 0.138 6 0.029
Day 4 0.150 0.147 6 0.046
Total* 0.150 0.155 27 0.037
Pooledt — — 24 0.031
Day 1 0.300 0.325 6 0.028
Day 2 0.300 0.283 6 0.031
Day 3 0.300 0.263 6 0.021
Day 4 0.300 0.281 6 0.029
Total* 0.300 0.288 27 0.035
Pooledt — — 24 0.028
Day 1 600 0.621 6 0.026
Day 2 0.600 0.550 6 0.042
Day 3 0.600 0.551 6 0.042
Day 4 0.600 0.557 6 0.055
Total* 0.600 0.570 27 0.050
Pooledt — — 24 0.043
Day 1 20 119 6 0.043
Day 2 1.20 1.08 5 0.050
Day 3 1.20 1.07 6 ;101
Day 4 1.20 1.05 6 0.070
Total* 1.20 1.10 27 0.087
Pooledt — — 24 0.070
Day 1 240 229 6 0.102
Day 2 240 220 6 0.089
Day 3 240 2.19 6 0.145
Day 4 240 236 6 0.168
Total* 240 2.26 27 0.141
Pooledt  — — 24 0.130
Total** 3.00 2.85 7 0.081
Total** 6.00 6.01 7 0.268
Total**  12.00 12.06 7 0817

*The total standard deviation is based on combining the data
from all four days into a single set.

t The pooled standard deviation combines the four variances
from each day but with day-to-day variations excluded.
** For the three highest concentrations where duplicates were
run each day, only the total standard deviation is reported

It is also worth noting that there is no a priori re-
quirement that o = p when generating CRL esti-
mates. The required equations for computations
with o # B are given in Wernimont (1985, p. 76).
Similarly, the estimated COD and the CRL could
be specified as suggested in the Theory section.

MDL estimates for Cu data set
Blank-corrected copper results are presented in
Appendix C.One value was excluded as an outlier
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based on Dixon’s test at a 5% significance level.
Cochran’srange comparison (Youden and Steiner
1975) for variance homogeneity of the five lowest
concentrations demonstrated heterogeneity atthe
5% significance level. When only the three lowest
concentrations were similarly tested, variances
were llomogeneous.

Mean found concentrations and associated stan-
dard deviations for individual measurements are
summarized in Table 9 in an arrangement analo-
gous tothe DNBresultsin Table4.In general mean
found concentrations were in reasonable agree-
ment with taken concentrations although recov-
eries tended tobe slightly low in some cases. Daily
estimates of s for the three lowest concentrations
ranged from 0.017 to 0.055 pug/L. Above a taken
concentration of 0.600 ug/L, s increased substan-
tially. In contrast to the DNB data, the pooled esti-
mates of s were consistently smaller than the esti-
mates based on the total data set, suggesting that
day-to-day calibration variations were important.
Thistentative conclusion was confirmed viaanaly-
sisof variance (ANOVA) which showed differences
in daily mean responses (a=0.05) at several concen-
trations.

As with DNB results, MDLs were calculated
according to EPA recommendations (Federal Reg-
ister 1984) using the s values from sets of daily rep-
licates. Since variance homogeneity was demon-
strated for copper concentrations of 0.150, 0.300
and 0.600ug/L, MDL estimates were obtained for
eachofthese concentrations (Table 10). Once again,
the highest concentration (0.600 pg/L) is slightly
above the specified one to five times the estimated
MDL but we chose to retain the values. The MDLs
ranged from 0.052 to 0.172 pg/L, or omitting the
0.600-ug/L results, 0.052 to 0.145 pg/L. For the
pooled standard deviations, the estimates only
ranged from 0.070 to 0.107 pg /L. The mean MDL
estimate for the day 1 data was 0.074 ug/L and the
95% confidence limitsaround this value, assuming
6 degrees of freedom, were 0.048 to 0.163 pg/L.
Only one of the 12 MDL estimates for individual
datasets is outside of this range. Of course, changes
in risk assumptions will produce a pattern of
variation in MDL estimates similar to that shown
for DNB in Table 7.

Wemustalso note that the copper MDLs should
actually beincreased by toaccount for the “furnace
blank” corrections that were applied to all of these
responses. However, since the current EPA proce-
dure does not require this adjustment, it has beer
omitted here. Fortunately this omission does not
invalidate MDL and CRL comparisons because




Table 10. Method detection limit (MDL)*
estimates for graphite furnace atomic ab-
sorption measurements of copper concen-
trations. Estimates arebased on ¢-values with
0=1% and B = 50%.

Conc

taken MDL estimates (ug/L)

_(ug/l) Dayl Day2 Day3 Day4  Pooled
5.1 85 5.1 9.7 121 8.0
0.150 0.052 0.085 0.090 0.145 0077
0.300 0.088 0.099 0.065 0.093 0.070
0.600 0081 0133 0.132 0172  0.107

*MDL =, (s).
boo(d.f. = 6) = 3.143, 1 (d.f. = 24) = 2.492.

thelatter estimates were also obtained using blank
corrected data.

CRL estimates for Cu data set

CRL estimates were obtained as described in
the discussion of DNB results except that all Cu
responses were corrected for the “furnace blank”
(Table 11). Trends in these values are as follows:

1. As TRL increased, CRL estimates also in-
creased for both full and truncated data sets. Spe-
cifically, CRL ranged from 0.113 t0 0.237 ug/L for
TRL = 0.300 pg/L, from 0.238 to 0.523 pug/L for
TRL = 0.600 pg/L, and from 0.365 to 1.32 for TRL
= 1.20 pg/L. Corresponding means were 0.182,
0.350,and 0.768 ug/L (Table 11). The proportionate
increase in Cu CRL is much greater than that ob-
served for DNB with the same relative increase in
TRL. With Cu, the increase is not primarily due to
greater extrapolation from the centroid as TRL in-
creases, but because the standard deviationis much
larger for high than for low Cu concentration
(Table9). Asnoted in thediscussion of DNBresults,
heterogeneous variances can cause this to be a
dominant effect. Hence, the influence of the choice
of TRL is much greater for Cu than for DNB.

2. The impact of variance heterogeneity is also
strongly evident when truncation is employed. In
contrast to DNBresults where truncation produced
only minor reductions in CRL estimates, the CRLs
for Cu are dramatically reduced with successive
truncation, especially for large TRL. Clearly the
reduction of s associated with deletion of high con-
centration data accounts for most of this decrease
in CRL estimates. It is also worth noting that the
choice of TRL is extremely important because of
the USAHTAMA requirement that 0.5 TRL be-
comes the CRL when the calculated CRL is below
0.5 TRL. For Cu, that restriction has only a minor

—
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effect for full data sets and after one truncation
(although all five CRLs for one truncationand TRL
=0.600 ug/L aresslightly below 0.300 ug /L). How-
ever, after thesecond truncation, 12 0of 15CRLs are
below 0.5 TRL. Since truncation is routinely used,
the CRL is effectively determined by the TRL un-
less an iterative procedure involving lower TRLs
is employed or a very low TRL is chosen initially.
In practice, every effort is made to choosea TRL as
low as method capability permits, thereby mini-
mizing this problem. Alternatively, the USA
THAMA (1987) protocol could bealtered toinclude
standard concentrations of 0.25 TRL or 0.1 TRL.
The same problem was evident with DNB but it
was less serious than for Cu.

3. As noted for DNB, only the twice truncated
data represent random results since the high con-
centration responses were the same in each itera-
tion. Consequently, the variability of CRL esti-
mates is best reflected by the values for the second
truncation (Table 11). There was no apparent sys-
tematic dependence of this variability on the size
of TRL.

Table11. Certified reporting limit (CRL)*
estimates forgraphite furnace atomicab-
sorption copper determinations.

Target
reporting
limit Full Highest Two highest
(ug/lL)  dataset  conc.deleted conc. deleted
0.300 0237 0.230 0.187
0.300 0222 0.195 0.113
0.300 0.190 0.155 0.145
0300 0.200 0.179 0.139
0300 _ Q197 _ 0173 _ 417
X=0209 X=0.186 X =0.151
Rt=0047 R=0.075 R=0.074
0.600 0.496 0274 0268
0.600 0.485 0246 0.238
0.600 0497 0279 0.264
0.600 0.485 0244 0238
0600 _ 0523 033 _ 0377
X=0497 X=0.276 X=0277
R=0038 R=0.095 R=0.139
120 130 0571 0421
1.20 132 0597 0.365
1.20 1.31 0.604 0444
120 130 0557 0.398
120 130 0583 0448
X=131 X=058 X = 0.415
R= 0.03 R = 0.047 R =0.084

* Based on o = f = 5% using USATHAMA (1987)
computational protocol (Fig. 2).
+ Range between high and low CRL estimate.




Let us now compare MDL with CRL for the Cu
determinations. Based ona pooled standard devia-
tion of 0.034 pg/L from the three lowest Cu con-
centrations and assuming 6 degrees of freedom ir.
the estimate, the MDL = 0.107 pug/L according to
current EPA guidelines (o = 1%, B = 50%). For a =
B =5% the corresponding MDL =0.132pug/L. The
CRL estimate, also based on a = = 5%, was 0.151
Hg/Lwhen TRL =0.300 ug/L and the two highest
concentrations were omitted by truncation. These
two estimates compare quite favorably. With no
truncation the CRL was 0.209 g /L for TRL =0.300
ug/L. AsTRLincreased, the CRL estimates rapidly
escalated to produce values that weremuchlarger
(3-13 times) than MDL. In contrast, the CRL esti-
mates for DNB only exceeded the MDL estimates
by a factor of a little more than 2 in the worst case.
This difference in behavior is a clear reflection of
the effect of variance heterogeneity. When vari-
ancesincrease eveninthelow concentrationregion,
as they do for Cu, bothMDL and CRL estimatesre-
quire very careful choice of concentrations used
for data generation. However, theimpact of a poor
choice (too high a concentration) is more severe for
CRL than for MDL estimates.

CONCLUSIONS AND
RECOMMENDATIONS

1. A strong case has been made for using outlier
tests and variance homogeneity tests to edit data.
This process should only excludea very small per-
centage of extreme responses, preferably less than
10%. Without editing, a few highly aberrant values
can unreasonably distort an otherwise valuable
data set.

2.For chromatography (and probably for many
other techniques) integrator responses should be
carefully examined by visualinspection. Otherwise
occasional spurious responses will be obtained,
primarily atvery low analyte concentrations. Often
this inspection requires that an analog chromato-
gram also be obtained in addition to the integrator
output.

3. Themagnitude of variability of repeat Method
Detection Limit (MDL) estimates and Certified
Reporting Limit (CRL) estimates reinforces our
view that such descriptors are not fundamental
parameters.

4. The influence of risk assumptions on MDL
and CRL estimates has been demonstrated. It is
recommended that proper attention mustbe given
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to type Il errors (B risk or false negatives) because
current procedures set this risk at 50%. To overcome
this problem, it is suggested that the criterion or
detection be used in conjunction withMDL or CRL
(see Theory section). The choice of both a and B
risks should be properly married to the problem at
hand.

5. As Target Reporting Limits (TRL) increase,
CRL estimates also increase. This behavior is most
evident when variances increase with concen-
tration, even in the low concentration range, as
exemplified by graphite furnace atomicabscrption
determinations of copper. The possibleadvantages
of weighted least squares should be examined
here. This problem can also be minimized by choos-
ing TRL as low as practical considerations allow.

6. Truncation of “found vs taken” curveslowers
CRL estimates although the effect is much more
profound in the presence of heterogeneous vari-
ances. Here too, weighted least squares might
reduce this effect but adequate software would
have to be found or produced. Even with homog-
eneous variances, truncation will still produce
some decrease in CRL due to the reduction of ex-
trapolation of confidence bands when the centroid
values are made smaller.

7. For both DNB and Cu, the process of trunca-
tion often led to CRL estimates that were smaller
than 0.5 TRL. Current USATHAMA requirements
are that the CRL cannot be less than 0.5 TRL. In
effect, the lower limit for CRL is predetermined at
0.5 TRL by the choice of TRL and the performance
capability of the method may be discarded. To
overcome this undesirable situation, it is recom-
mended that either this requirement be eliminated
thelowestsolution concentration be either 0.1 TRL
or 0.2 TRL, rather than 0.5 TRL. Ideally, this lower
concentration would be added and the 0.5 TRL re-
tained to accommodate the times when the TRL is
close to the method capability and 0.1 TRL or 0.2
TRL will provide no response.

8. For systems withreasonably constant variance
in the low concentration region (i.e. RP~HPLC
determination of DNB), MDL and CRL estimates
according to current risk assumptions show re-
markably good agreement. However, when vari-
ance increases with concentration (Cu), CRL can
be considerably larger than MDL. The magnitude
of this discrepancy is directly related to the size of
TRL. Consequently, to achieve reasonable
coincidence of these estimates, TRL should always
be assigned a value as low as is practical.
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APPENDIX A: MANUAL PEAK HEIGHT MEASUREMENTS OF
CHROMATOGRAMS USED TO ESTIMATE DNB CONCENTRATIONS

DNB conc DNB conc
taken DNB conc (ug/L) taken DNB conc (pug/L)
(ng/L) Day 1 Day 2 Day 3 Day 4 {ug/L) Day 1 Day 2 Day 3 Day 4
0.0 0.0 4.5 0.0 0.0 20.5 19.7 24.7 20.8 23.0
0.0 0.0 0.0 0.0 0.0 20.5 20.6 23.0 22.9 19.4
0.0 0.0 0.0 0.0 0.0 20.5 22.0 20.5 22.9 16.9
0.0 0.0 4.9 4.8 0.0 20.5 20.4 21.0 23.1 25.2
0.0 0.0 0.0 6.3 0.0 20.5 22.0 20.3 15.9* 17.7
0.0 0.0 0.0 0.0 0.0 20.5 23.5 18.3 21.1 24.1
0.0 0.0 0.0 0.0 6.9 20.5 24.0 25.0 21.1 23.3
0.0 0.0 0.0 0.0 0.0 41.1 44.4 45.0 43.9 45.5
0.0 0.0 0.0 0.0 0.0 41.1 41.0 42.1 43.0 37.9
0.0 0.0 0.0 0.0 0.0 41.1 39.5 46.6 46.4 39.7
41.1 41.2 43.9 40.8 36.5
5.1 7.2 5.4 13.6 0.0 41.1 40.8 45.3 31.3* 42.4
5.1 6.3 4.0 7.5 7.0 41.1 43.0 46.2 38.7 54.6*
5.1 6.3 5.6 2.7 9.5 41.1 43.0 37.7 43.4 41.4
5.1 3.6 5.8 6.1 0.0 41.1 39.9 39.2 39.2 43.4
5.1 7.2 9.4 5.2 11.3 41.1 39.5 40.4 40.5 38.8
5.1 10.5 4.5 9.7 8.9 41.1 40.8 44.8 38.7 40.3
5.1 8.1 7.1 7.0 5.1
5.1 2.7 8.5 2.5 6.2 82.2 77.3 84.5 83.8 94.4*
5.1 0.0 8.5 10.0 0.0 82.2 84.3 80.7 78.8 8l.6
5.1 4.5 6.0 9.3 9.1 82.2 96.4* 9.6 83.1 78.9
82.2 81.1 81.2 82.0 80.7
10.3 10.8 10.5 14.0 9.7 82.2 82.0 76.7 84.0 84.2
10.3 11.4 11.6 11.8 11.5 82.2 81.8 81.2 69.7* 81.3
10.3 13.0 12.9 9.3 10.2 82.2 80.9 76.3 80.2 79.3
10.3 10.8 10.5 11.8 9.1 82.2 80.5
10.3 11.9 11.6 12.7 15.3 82.2 82.0
10.3 11.7 13.4 9.3 13.5 82.2 81.4
10.3 9.2 11.6 11.3 10.6
10.3 7.8 11.4 7.5 8.0 103.0 101.3 101.9 93.3 99.4
10.3 10.1 16.1 13.6 11.5 103.0 100.0 100.8 108.7 103.2
10.3 9.4 13.6 14.0 11.5

205.0 202.4 197.1 195.7 200.

(o))

20.5 22.9 20.7 23.1 14.0 205.0 200.2 206.7 201.3 204.5
20.5 22.4 21.4 21.7  20.1
20.5 20.8 23.0 22.2 23.9 410.0 401.7 404.2 399.0 389.8

410.0 401.0 405.4 394.7 386.5

* Boldfaced values were outliers at the 5% significance
level according to Dixon’s Test.
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APPENDIX B: INTEGRATOR PEAK HEIGHT MEASUREMENTS OF
CHROMATOGRAMS USED TO ESTIMATE DNB CONCENTRATIONS

DNB conc DNB conc
taken DNB conc (ug/L) taken DNB conc (Hg/L)
{pg/L) Day 1 Day 2 Day 3 Day 4 (ng/L) Day 1 Day 2 bay 3 Day 4
0.0 0.0 11.9 6.4 18.4 20.5 21.8 40.5' 18.5 21.8
0.0 0.0 0.0 11.3 0.0 20.5 23.0 24.5 22.8 27.5
0.0 0.0 0.0 6.3 0.0 20.5 26.2 28.5 32.1 30.5
0.0 0.0 0.0 0.0 0.0 20.5 27.8 6.1' 20.3 35.5
0.0 0.0 0.0 0.0 0.0 20.5 48.7* 20.0 21.1  29.1
0.0 0.0 0.0 0.0 7.2 20.5 24.4 27.1 19.4 26.7
0.0 0.0 15.4 8.6 0.0
0.0 4.4 5.2 0.0 0.0 41.1 41.2 58.7 55.2 35.6
0.0 0.0 0.0 0.0 0.0 41.1 43.9 47.2 47.3 42.0
0.0 5.1 0.0 0.0 10.6 41.1 41.8 47.7 53.9 47.5
41.1 42.8 48.4 41.1 48.3
5.1 9.8 12.7 9.5 10.7 41.1 47.6 44.0 31.7 58.2
5.1 6.8 15.3 10.7 40.4* 41.1 55.6* 56.3 38.5 50.0
5.1 8.3 9.9 0.0 10.6 41.1 44.6 48.5 59.2 38.6
5.1 0.0 0.0 6.1 9.7 41.1 42.2 47.7 52.6 65.3
5.1 10.3 10.8 9.0 5.9 41.1 43.2 48.8 44.2 47.0
5.1 0.0 0.0 0.0 15.8 41.1 42.8 45.0 51.7 52.5
5.1 0.0 14.0 10.5 0.0
5.1 0.0 13.4 8.2 0.0 82.2 83.8 97.6 82.2 84.7
5.1 13.1 23.3 6.9 11.7 82.2 89.7 100.0 79.2 89.4
5.1 0.0 12.6 13.9 12.2 82.2 101.6 82.4 86.7 91.4
82.2 93.5 95.7 79.4 90.8
10.3 12.7 13.0 22.0 19.6 82.2 87.2 81.0 86.8 85.1
10.3 0.0 13.4 20.1 13.2 82.2 84.7 83.5 74.7 79.5
10.3 15.2 12.2 11.8 0.0 82.2 91.1 76.5 81.8 89.8
10.3 21.0 15.1 29.3 13.0 82.2 80.3
10.3 15.0 24.9 13.9 16.8 82.2 99.8
10.3 16.4 20.8 18.7 12.5 82.2 86.5
10.3 12.9 11.3 21.1 0.0
10.3 0.0 11.5 15.0 21.4 103.0 107.9 105.4 93.4 114.3
10.3 17.3 22.2 11.9 12.8 103.0 116.3 111.0 117.4 104.2
10.3 14.9 12.4 17.5 8.7
205.0 211.6 213.3 190.0 196.1
20.5 25.7 27.4 28.5 39.0 205.0 203.7 212.9 208.2 186.4
20.5 30.6 21.5 29.8 22.7
20.5 32.9 23.7 26.3 21.0 410.0 397.5 416.6 411.3 396.6
20.5 25.9 27.1 28.8 20.3 410.0 400.9 401.8 381.0 389.3

* Boldfaced values were outliers at the 5% significance level
according to Dixon’s Test.

t Boldfaced values were outliers at the 5% significance level
according to Grubb’s Test

19




APPENDIX C: GRAPHITE FURNACE ATOMIC ABSORPTION MEASURE-
MENTS OF COPPER CONCENTRATIONS

Conc Conc
taken MDL Estimates ( ug/L) taken ____ MDL Estimates (ug/L)
(pg/L) Day 1l Day 2 Day 3 Day 4 (pg/L) Day 1l Day 2 Day 3 Day4
0.150 0.193 0.133 0.146 0.207 1.20 1.12 1.07 0.96 1.11
0.150 0.193 0.162 0.146 0.177 1.20 1.23 1.07 1.08 1.14
0.150 0.193 0.133 0.146 0.177 1.20 1.23 1.07 1.20 1.02
0.150 0.222 0.133 0.1l1e 0.147 1.20 1.20 0.78* 0.96 1.05
0.150 0.193 0.133 0.176 0.086 1.20 1.17 1.01 1.05 1.02
0.150 0.193 0.090 0.086 0.086 1.20 1.17 1.12 1.20 1.08
0.150 0.164 0.105 0.146 0.147 1.20 1.23 1.15 1.02 0.93
0.300 0.337 0.331 0.267 0.268 2.40 2.33 2.37 2.19 2.44
0.300 0.308 0.275 0.297 0.298 2.40 2.21 2.09 2.41 2.26
0.300 0.366 0.303 0.267 0.328 2.40 2.35 2.14 2.10 2.59
0.300 0.337 0.275 0.267 0.237 2.40 2.09 2.17 2.13 2.44
0.300 0.280 0.303 0.267 0.268 2.40 2.38 2.17 2.04 2.17
0.300 0.308 0.247 0.237 0.269 2.40 2.30 2.23 2.38 2.14
0.300 0.337 0.247 0.237 0.298 2.40 2.35 2.20 2.07 2.44
0.600 0.654 0.614 0.568 0.660 3.00 2.87 2.82 2.92 2.96
0.600 0.625 0.586 0.568 0.539 3.00 2.93 2.71 2.80 2.87
0.600 0.625 0.501 0.598 0.539
0.600 0.596 0.501 0.568 0.600 6.00 5.90 5.85 6.02 6.25
0.600 0.596 0.558 0.478 0.539 6.00 6.60 5.91 5.54 6.31
0.600 0.654 0.558 0.508 0.509
0.600 0.596 0.530 0.568 0.509 12.0 11.37 12.81 11.80 12.92

12.0 10.85 12.70 11.32 12.68

* Boldfaced value was an outlier at the 5% significance
level according to Dixon’s Test
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